Technical note: Update on response times, in-air measurements, and in situ drift for oxygen optodes on profiling platforms

Henry C. Bittig¹ and Arne Körtzinger²,³

¹Sorbonne Universités, UPMC Université Paris 06, CNRS, UMR 7093, Laboratoire d’Océanographie de Villefranche (LOV), Villefranche-sur-Mer, France
²GEOMAR Helmholtz-Zentrum für Ozeanforschung Kiel, Kiel, Germany
³Christian-Albrechts-Universität zu Kiel, Kiel, Germany

Correspondence to: Henry C. Bittig (bittig@obs-vlfr.fr)

Received: 14 September 2016 – Published in Ocean Sci. Discuss.: 29 September 2016
Revised: 15 December 2016 – Accepted: 20 December 2016 – Published: 13 January 2017

Abstract. Oxygen optode measurements on floats and gliders suffer from a slow time response and various sources of drift in the calibration coefficients. Based on two dual-O₂ Argo floats, we show how to post-correct for the effect of the optode’s time response and give an update on optode in situ drift stability and in-air calibration. Both floats are equipped with an unpumped Aanderaa 4330 optode and a pumped Sea-Bird SBE63 optode. Response times for the pumped SBE63 were derived following Bittig et al. (2014) and the same methods were used to correct the time response bias. Using both optodes on each float, the time response regime of the unpumped Aanderaa optode was characterized more accurately than previously possible. Response times for the pumped SBE63 on profiling floats are in the range of 25–40 s, while they are between 60 and 95 s for the unpumped 4330 optode. Our parameterization can be employed to post-correct the slow optode time response on floats and gliders. After correction, both sensors agree to within 2–3 µmol kg⁻¹ (median difference) in the strongest gradients (120 µmol kg⁻¹ change over 8 min or 20 dbar) and better elsewhere. However, time response correction is only possible if measurement times are known, i.e., provided by the platform as well as transmitted and stored with the data. The O₂ in-air measurements show a significant in situ optode drift of −0.40 and −0.27 % yr⁻¹ over the available 2 and 3 years of deployment, respectively. Optode in-air measurements are systematically biased high during midday surfacings compared to dusk, dawn, and nighttime. While preference can be given to nighttime surfacings to avoid this in-air calibration bias, we suggest a parameterization of the daytime effect as a function of the Sun’s elevation to be able to use all data and to better constrain the result. Taking all effects into account, calibration factors have an uncertainty of 0.1 %. In addition, in-air calibration factors vary by 0.1–0.2 % when using different reanalysis models as a reference. The overall accuracy that can be achieved following the proposed correction routines is better than 1 µmol kg⁻¹.

1 Introduction

While oceanic oxygen measurements of the last century were mostly based on Winkler titrations of discrete water samples or profiles acquired with CTD-mounted electrochemical oxygen sensors, such observations rely increasingly on O₂ optode sensors (Tengberg et al., 2006) deployed on autonomous platforms. In particular, the planning for a global Biogeochemical-Argo observation network of profiling floats equipped with biogeochemical sensors (including O₂ optodes) is well under way (Johnson and Claustre, 2016) and the use of gliders is becoming more operational (e.g., EGO: Testor et al., 2012).

Apart from cost effectiveness, the main reasons for this are improved sensor performance and characterization with respect to temperature and O₂ response (e.g., Bittig et al., 2012), hydrostatic pressure (Uchida et al., 2008; Bittig et al., 2015a), time response (Bittig et al., 2014), and O₂ drift behavior (D’Asaro and McNeil, 2013; Bittig and Körtzinger, 2015; Bushinsky et al., 2016) as well as improved accuracy, either through in-air measurements during deployment or...
It is therefore timely and useful to revisit the foundations of both pumped and unpumped O$_2$ optode behavior on autonomous, profiling platforms, to ensure optimal data post-processing and best data quality. In this technical note, we want to refine the findings of Bittig et al. (2014) on the optode time response and of Bittig and Körzinger (2015) on in-air measurements and in situ drift stability.

2 Instrument description

This study utilizes data from two dual-O$_2$ Navis floats (Sea-Bird Inc., Bellevue, USA) with WMO ID 6900889 and 6900890 that were deployed in the eastern tropical North Atlantic in the oxygen minimum zone in November 2014 and September 2013, respectively. Each float is equipped with two O$_2$ optodes, an unpumped Aanderaa 4330 optode (AADI, Bergen, Norway) and a pumped SBE63 optode (Sea-Bird Inc., Bellevue, USA). Aanderaa 4330 optodes have been pre-aged at the factory and were equipped with the standard foil with optical isolation. For each float, the optodes were laboratory-calibrated in the same calibration run (following Bittig et al., 2012) prior to deployment.

Only the unpumped Aanderaa 4330 optode, cable-mounted in an elevated position on the float’s top cap, is capable of in-air measurements, and the float’s firmware was adjusted accordingly (see Bittig and Körzinger, 2015, for details). In addition, the Navis floats transmitted a time stamp for each profile sample (i.e., each set of pressure, temperature, salinity, and optode raw data), through which only the time response analysis below was feasible. Since the Aanderaa optodes were mounted close to the floats’ pumped-flow CTD intake, respectively, no additional compensation for a vertical pressure offset or a time delay was performed. A third float (WMO ID 6900891) was deployed in the South Pacific oxygen minimum zone off Peru in October 2015, but was trapped inactive near the surface for 5 weeks due to excess air in its air bladder before deployment. It eventually descended and started its mission, but the optodes failed after the first 30 profiles, so it was not included in the analysis.

3 Time response

Bittig et al. (2014) used a set of laboratory experiments to validate a two-layer diffusional model of optode time response. In essence, water flow determines the liquid boundary layer thickness, \( l_L \), in front of the optode’s sensing foil, which is essentially independent of temperature. Temperature, however, modifies the O$_2$ solubility and diffusivity both in the boundary layer and sensing foil, such that the optode’s response time, \( \tau \), shows a marked temperature dependence (at constant flow / \( l_L \)), being slower at low temperatures.

Shipboard CTD–O$_2$ casts with optodes, as well as glider and float data in different ocean regions, served Bittig et al. (2014) to characterize the response time \( \tau \) as well as the flow / \( l_L \) regime on these profiling platforms. However, while the shipboard casts had both a fast CTD–O$_2$ sensor and an O$_2$ optode on the same platform, the floats and gliders featured only a single optode and relied on a match of the optode data to a “nearby” CTD–O$_2$ profile. This match introduced some uncertainty into the analysis of Bittig et al. (2014). Using the dual-O$_2$ floats of the present study, the response time and boundary layer regime of optodes on slowly profiling platforms can be constrained far more tightly with the same methods.

Since the SBE63 optode’s sensing foil is contained inside the pumped path of the float’s CTD, its water flow is set by the pump speed of the float CTD, i.e., ca. 600 mL min$^{-1}$ (Sea-Bird Electronics, 2016). This flow rate corresponds to a boundary layer thickness \( l_L \) around 34 µm (Bittig et al., 2014, see also Appendix A, Eq. A4). The Aanderaa optode, however, is exposed to the ambient seawater, and the flow in front of its sensing foil varies as a function of the platform’s movement. Its flow (and thus its time response) is generally slower than for the pumped SBE63 optode.

Using the faster SBE63 optode O$_2$ as a reference, the 4330 optode time response can be derived relative to the SBE63 optode. However, since the SBE63 optode’s time response is well defined (±3 s) due to the pumped mode of operation, the results of Bittig et al. (2014) can be used to reconstruct a “true” time response-unbiased O$_2$ profile as a reference. The 4330 optode time response can then be derived relative to that reference O$_2$ profile. Both approaches yield equivalent results, and only the second one is shown below. Reconstruction of the unbiased O$_2$ profile is carried out as follows (see also the Appendix and Supplement):

- define the flow regime for the pumped SBE63 optode, i.e., \( l_L = 34 \mu m \);
- translate the flow regime into a response time constant \( \tau \) using the in situ temperature and data from Fig. 11 in Bittig et al. (2014) (see also the Supplement);
- obtain the mean of consecutive data points of the unbiased O$_2$ profile from the SBE63 optode measurements using the inverse of the filter’s bilinear transformation, i.e., Eq. (37) from Bittig et al. (2014) (Eq. A3); and
- reconstruct the unbiased O$_2$ profile by interpolating the mean of consecutive data points of the unbiased O$_2$ profile to the original measurement times.

The analysis of the Aanderaa 4330 optode flow regime behavior takes the opposite approach by filtering or “delaying” the reference O$_2$ profile until it matches the 4330 optode observations. For this, the forward filter (Eqs. 4 and 5 in Bittig et al., 2014, see also Eqs. A1 and A2) was applied to a short
found a $l_L$ around 20$\mu$m at 1.0 dbar s$^{-1}$ when the flow was directed approx. perpendicular to the optode sensing foil (as is typically the case for floats). For other CTD applications with the flow passing tangentially along the optode (similar to typical glider optode attachments), $l_L$ was close to 40$\mu$m at 1.0 dbar s$^{-1}$ (Bittig et al., 2014). Using these end members, we chose a piecewise linear interpolation to parameterize the flow regime $/l_L$ vs. platform speed $v$ for floats (Eq. 1). For gliders, we suggest Eq. (2), accordingly.

$$l_L(\text{float})/\mu m = \begin{cases} 210 - \frac{110}{0.095} \cdot |v/\text{dbar s}^{-1}| & |v| \leq 0.095 \text{dbar s}^{-1} \\ 20 + \frac{80}{0.905} \cdot (1 - |v/\text{dbar s}^{-1}|) & |v| > 0.095 \text{dbar s}^{-1} \end{cases} \quad (1)$$

$$l_L(\text{glider})/\mu m = \begin{cases} 210 - \frac{110}{0.095} \cdot |v/\text{dbar s}^{-1}| & |v| \leq 0.095 \text{dbar s}^{-1} \\ 40 + \frac{60}{0.905} \cdot (1 - |v/\text{dbar s}^{-1}|) & |v| > 0.095 \text{dbar s}^{-1} \end{cases} \quad (2)$$

This flow regime characterization can now be used to reconstruct a time response-unbiased O$_2$ profile from the Aanderaa 4330 optode the same way as for the SBE63 optode. It must be stressed, however, that all time response corrections need to be done on a time axis (“time series”), not on a pressure axis (“depth profile”). It is therefore important that a time stamp is logged with each optode measurement.

An example of such a reconstruction is shown in Fig. 2, while Fig. 3 illustrates the time response effect. Both floats were deployed in a tropical region with a strong thermocline and consequently pycnocline (Figs. 3a and 2). The density structure determines the floats’ ascent velocity and the float slows down significantly in the main thermocline and pycnocline around 50 dbar (Fig. 3b). At intermediate and deep depths, a stable density structure seems to cause the float’s buoyancy adjustments (i.e., a change in oil bladder volume to keep a certain ascent velocity) to occur at similar depths for all profiles, which creates the wavelike fluctuations in the median float velocity. Moreover, the $l_L − v$ dependence regime transition at 0.095 dbar s$^{-1}$ is close to the median float velocity. Observations faster than this threshold have an $l_L$ of essentially 100–110$\mu$m, while observations at slower velocities show a marked $v$ dependence (compare Fig. 1). This is mirrored in the boundary layer thickness of the unpumped 4330 optode (not shown) and in its response time (Fig. 3c). The slowdown in the main pycnocline causes a 50% increase in response time of the 4330 optode (from 60 to 95 s), while the pumped SBE63 optode remains unaffected (ca. 25–30 s). Superimposed onto the flow effect, cold temperatures at depth cause an increase in $\tau$ (Fig. 3c and d). It is important to note that $\tau$ is much better constrained for the pumped SBE63 optode than for the unpumped 4330 optode.

As expected, the time response correction for the pumped SBE63 optode with small response times changes the O$_2$ data only to some extent (median absolute difference in the strongest gradient: 6–7$\mu$mol kg$^{-1}$; Fig. 3h) and is much more important for the unpumped 4330 optode with larger re-

---

**Figure 1.** Boundary layer thickness $l_L$ vs. float vertical velocity for an Aanderaa optode 4330 with standard foil derived from dual-O$_2$ floats 6900889 and 6900890. The color shading indicates the data density, while the dashed line gives the parameterization of Eq. (1).
Figure 2. Profiles of ascent speed, density, SBE63 optode $O_2$, 4330 optode $O_2$, and time response-corrected $O_2$ (left to right; the outer right panel shows the superposition of corrected $O_2$ for the SBE63 and 4330 optodes from the previous panels) for float 6900890, cycle 0124. The main oxycline coincides with the pycnocline and the float slows down significantly around 50 dbar, giving the $O_2$ optodes time to adjust. After correction, both sensors agree well in the profile fine structure and the depth of the oxycline, while they diverge before. The time response effect is more pronounced in regions with a weaker density gradient.

Figure 3. Median profiles (thick lines) with 10th/90th percentiles (thin lines) for floats 6900889 (green) and 6900890 (black): (a) temperature, (b) ascent velocity with $l_L$ vs. $v$ regime transition (Eq. 1) in purple, (c) response time $\tau$ of the Aanderaa 4330 optode, (d) response time $\tau$ of the SBE63 optode, (e) oxygen profile, (f) difference between the time response-corrected 4330 optode and SBE63 optode $O_2$ as a measure of sensor agreement after correction (in $\mu$mol kg$^{-1}$), (g) absolute difference between observed and time response-corrected $O_2$ as a measure of the time response bias for the Aanderaa 4330 optode (in $\mu$mol kg$^{-1}$), and (h) absolute difference between observed and time response-corrected $O_2$ as a measure of the time response bias for the SBE63 optode (in $\mu$mol kg$^{-1}$).

The time response times (13–15 $\mu$mol kg$^{-1}$; Fig. 3g). After correction, both sensors agree to within 2–3 $\mu$mol kg$^{-1}$ (median difference) in the strongest gradient region (120 $\mu$mol kg$^{-1}$ change over 8 min or 20 dbar) and better elsewhere (Fig. 3f). Especially near the surface and in the core of the oxygen minimum zone, the difference is close to zero. However,
there is a residual pressure effect between the sensors of ca. 2 µmol kg⁻¹ at 2000 dbar (Fig. 3f), in line with a pressure correction uncertainty of 0.3 % per 1000 dbar for each of the two sensors (Bittig et al., 2015a).

This demonstrates that a time response correction is both useful for removing sensor artifacts (Fig. 3g, h) and feasible for both optode models, yielding highly consistent results (Fig. 3f). This is, however, only possible if the respective measurement times are known, i.e., provided by the manufacturer through the instrument’s firmware as well as transmitted or stored in the data stream.

Interestingly, a similar analysis of the limited dataset of the third float, WMO ID 6900891, yields apparent boundary layer thicknesses $l_k$ for the 4330 optode that are 100 µm or more higher. We believe this is caused by growth of a biofilm on the sensing foil during its 5-week irregular near-surface drift, which artificially delays the time response. The SBE63 optode, being contained in the CTD’s pumped path and antifouling regime, is probably better protected against such artifacts.

4 In-air measurements

The feasibility in calibrating O₂ optodes on floats by measurements in-air, proposed by Körtzinger et al. (2005), was first demonstrated by Fiedler et al. (2013). Bittig and Körtzinger (2015) showed the first long time series of in-air measurements over 15 months using a single float. There, we demonstrated a systematic effect of any water-side oxygen disequilibrium on near-surface in-air measurements, which can and needs to be corrected. Subsequently, Johnson et al. (2015) confirmed the consistency between in-air and in situ calibrations for a fleet of floats, while Bushinsky et al. (2016) showed the utility of several in-air data acquisitions per surfacing, a daytime dependence, and the potential for in situ drift detection.

Bittig and Körtzinger (2015) used the then available ca. 15 months of data for float 6900890. Here, we want to expand our analysis to all data until December 2016 and apply it to both dual-O₂ floats 6900889 and 6900890 (i.e., 25 and 38 months, respectively). Both floats show a similar “carry-over” slope $c$ of 0.23, similar to Bittig and Körtzinger (2015) and Johnson et al. (2015). Using this value, we can compensate for the surface water contamination of the in-air measurements and derive an oxygen correction factor $m_i$ (or gain factor $g_i$ as in Johnson et al., 2015) for each profile $i$ (Fig. 4), where $pO₂,obs$ is the uncalibrated optode O₂ partial pressure (or O₂ saturation or O₂ concentration) and $pO₂,corr$ is the calibrated O₂:

$$m = \frac{pO₂,corr}{pO₂,obs}.$$  (3)

In contrast to Bittig and Körtzinger (2015), the longer float time series confirm the results from Bushinsky et al. (2016), i.e., the existence of a small but significant in situ drift of the optode (loss in O₂ sensitivity of 0.27–0.40 % per year) as well as a daytime dependence of the in-air measurements. Over the course of the day, correction factors decrease, i.e., optode in-air measurements apparently increase, by roughly 1 % between 7 and 17 h local time, which is in the same direction but of slightly smaller magnitude than their findings (Fig. 5).

One can postulate that the daytime bias is related to solar heating of the sensor’s sensing foil and thus the solar elevation angle $\theta$. In that case, the daytime effect $\Delta m_i$ would correlate on average with the cosine of the zenith angle (Eq. 4).

$$\Delta m_i(\theta_i) \propto \cos(90° - \theta_i) = \sin\theta_i$$  (4)

If the bias is caused by the energy input to the float top cap, the daytime effect would be related to the direct Sun irradiance, which is a function of the sunlight’s attenuation in the

Figure 4. Time series (top) as well as daytime dependence (bottom) of the oxygen correction slope $m_i$ from in-air measurements for floats 6900889 (green circles) and 6900890 (black dots). $m_i$ was calculated for each in-air measurement by compensating for the surface water contamination with a uniform “carry-over” slope $c$ for the entire deployment. There is a trend towards higher correction factors $m_i$ with time, indicating a small drift of the optodes to lower sensitivity. Daytime has a noticeable effect on in-air measurements, with correction factors $m_i$ being decreased during the day by about 1 %, i.e., the optode readings being apparently increased. Both effects, the in situ drift and the daytime dependence, act in parallel and are superimposed in the data presented here.
where $\Delta t_i$ is the time since deployment (in days) for each profile $i$ and $a$ is the annual drift rate in % yr$^{-1}$. If enough data are available (as in our case), the linear carry-over (see Bittig and Körtzinger, 2015, Eq. 10), the daytime dependence (Eq. 6), and the in situ drift (Eq. 7) can be fit simultaneously (with fit parameters $c$, $m_i$, $m_A$, and $a$) to correct all effects at once and obtain an optimal fit (Eq. 8).

$$pO_{2,\text{corr},i} = c \cdot pO_{2,\text{obs},i} + \frac{1 - c}{m_i(\theta_i, \Delta t_i)} \cdot pO_{2,\text{air},i}$$  \hspace{1cm} (8)$$

Consequently, data can be corrected by

$$pO_{2,\text{corr},i} = m_i(\theta_i, \Delta t_i) \cdot pO_{2,\text{obs},i} = \begin{cases} 
(m_{t=0} + a \cdot \frac{\Delta t_i}{365 \text{ d}}) \cdot pO_{2,\text{obs},i} & \theta_i \leq \theta_c \\
(m_{t=0} + a \cdot \frac{\Delta t_i}{365 \text{ d}} + m_A \cdot \frac{\sin \theta_i - \sin \theta_c}{1 - \sin \theta_c}) \cdot pO_{2,\text{obs},i} & \theta > \theta_c 
\end{cases}$$  \hspace{1cm} (9)$$

For simple calibration, however, preference should be given to dusk, nighttime, and dawn measurements ($\theta_i \leq \theta_c$), where the (as yet uncharacterized) amplitude $m_A$ of the daytime dependence is irrelevant (Eq. 6).

For float 6900889, $m_A$ is ca. 0.8%, while it is around 0.5% for float 6900890 (Table 1). Both floats show a significant in situ drift: $O_2$ levels decrease by $-0.40$ and $-0.27 \% \text{ yr}^{-1}$, respectively, with the 95% confidence level being around 0.11% yr$^{-1}$ after 2 years of float data and around 0.06% yr$^{-1}$ after 3 years. The “carry-over” slope $c$ of float 6900889, operating in open ocean waters, is not as tightly constrained as for 6900890, operating closer to coastal and upwelled waters, where the range of oxygen supersation and undersaturation is larger. When accounting for the surface water “carry-over” effect only, fit root mean squared errors (RMSEs) are around 0.8 mbar (Bittig and Körtzinger, 2015). With all effects included, the RMSE is reduced to 0.5 mbar. The intercept $m_{t=0}$ gives an indication of the uncertainty in $m_i$ after daytime and drift correction, which is on the order of 0.1%.

To evaluate the sensitivity to the atmospheric reanalysis product, air $pO_2$ was derived from NCEP/NCAR (Kalnay et al., 1996), ERA-Interim (Dee et al., 2011), MERRA-2 (Rienecker et al., 2011), and JRA-55 (Harada et al., 2016) reanalysis data. ERA-Interim has a delay of 2–3 months, so the analysis was limited to all profiles until September 2016 (Table 1). Differences in $m_{t=0}$ are up to 0.1–0.2% depending on the reanalysis model and as such on the same order of magnitude as the uncertainty of the calculation. This should be considered when assessing the absolute calibration accuracy of in-air data. Differences for $c$, $m_A$, and $a$ are within their confidence intervals.

### 5 Optode stability

Based on regular in-air measurements, the Aanderaa 4330 optodes show a significant drift of $-0.40$ and $-0.27 \% \text{ yr}^{-1}$ for floats 6900889 and 6900890, respectively. This is in a...
analysis was limited to all profiles until the most recently available ERA-Interim date, i.e., September 2016.

However, they did not correct explicitly for the carry-over effect but, given that $O_\text{drift}$ was indistinguishable from zero. However, it can be done indirectly via the difference between the 4330 and SBE63 optodes (Fig. 6), both near the surface within the mixed layer as well as at depth (1900 dbar). The SBE63s have been in situ calibrated against similar range for in situ drift as reported by Bushinsky et al. (2016) for 10–12 out of 14 optodes. In contrast, Johnson et al. (2015) observed both significant positive and negative drifts for individual floats, but seen over a fleet of 29 floats, this drift was indistinguishable from zero. However, they did not correct explicitly for the carry-over effect but, given that $O_2$ is typically less than 3 % supersaturated, assumed it to be negligible as long as the data record spans at least a full year.

Since the SBE63 optode on floats can not measure oxygen in-air, a direct comparison with in-air measurements is not possible. However, it can be done indirectly via the difference between the 4330 and SBE63 optodes (Fig. 6), both near the surface within the mixed layer as well as at depth (1900 dbar). The SBE63s have been in situ calibrated against the 4330 optodes near the surface, so differences cluster around zero with a standard deviation of 0.2 %. At depth, however, there is a difference between both on the order of 0.5 %, which we attribute to uncertainties in the pressure correction (Bittig et al., 2015a).

Moreover, at both depths, there seems to be a conditioning effect during the first half-year ($\approx$ 40 profiles) only after which the difference between both sensors stabilizes. Since we can only discuss the difference, this can be caused by either one or both sensors. Reasons could be repeated pressure cycling, removal of surface films or contaminants from the sensing foils, or others, and the exact cause remains speculative. However, we recommend that users critically evaluate their optode data regarding whether they see such a conditioning artifact, too.

Linear fit slopes of the sensor difference (using only data after 180 days) for the two floats are indistinguishable from zero within $\pm$0.06 and $\pm$0.04 yr$^{-1}$ (95 % CI), respectively. This implies that the SBE63 optodes drift as much as the 4330 optodes and suggests that in situ drift is governed by environmental factors. Concerning the different in situ drift rates between the two floats, the only obvious difference is that the second pair of optodes was deployed a year later and subjected to a second laboratory calibration before deployment. Otherwise, they were from the same batch, treated the same, and the floats were deployed in comparable field conditions.

### Table 1.

Simultaneous fit of “carry-over” slope $c$, initial $O_2$ correction factor $m_{t=0}$ relative to the deployment calibration, daytime dependence amplitude $m_A$, and annual drift rate $a$ (Eq. 8) for floats 6900889 and 6900890 using air $pO_2$ derived from different reanalysis models. The analysis was limited to all profiles until the most recently available ERA-Interim date, i.e., September 2016.

<table>
<thead>
<tr>
<th>Float</th>
<th>Reanalysis</th>
<th>$c$</th>
<th>$m_{t=0}$</th>
<th>$m_A$ in %</th>
<th>$a$ in % yr$^{-1}$</th>
</tr>
</thead>
<tbody>
<tr>
<td>6900889</td>
<td>NCEP/NCAR</td>
<td>0.21</td>
<td>0.9821(0.0012)</td>
<td>$-0.79(0.15)$</td>
<td>$+0.42(0.11)$</td>
</tr>
<tr>
<td></td>
<td>ERA-Interim</td>
<td>0.22</td>
<td>0.9836(0.0011)</td>
<td>$-0.79(0.15)$</td>
<td>$+0.40(0.11)$</td>
</tr>
<tr>
<td></td>
<td>MERRA2</td>
<td>0.23</td>
<td>0.9839(0.0013)</td>
<td>$-0.81(0.17)$</td>
<td>$+0.36(0.12)$</td>
</tr>
<tr>
<td></td>
<td>JRA-55</td>
<td>0.24</td>
<td>0.9838(0.0012)</td>
<td>$-0.93(0.16)$</td>
<td>$+0.40(0.11)$</td>
</tr>
<tr>
<td>6900890</td>
<td>NCEP/NCAR</td>
<td>0.23</td>
<td>0.9899(0.0012)</td>
<td>$-0.53(0.13)$</td>
<td>$+0.24(0.06)$</td>
</tr>
<tr>
<td></td>
<td>ERA-Interim</td>
<td>0.23</td>
<td>0.9894(0.0012)</td>
<td>$-0.58(0.13)$</td>
<td>$+0.29(0.05)$</td>
</tr>
<tr>
<td></td>
<td>MERRA2</td>
<td>0.21</td>
<td>0.9905(0.0012)</td>
<td>$-0.49(0.13)$</td>
<td>$+0.25(0.06)$</td>
</tr>
<tr>
<td></td>
<td>JRA-55</td>
<td>0.24</td>
<td>0.9894(0.0012)</td>
<td>$-0.54(0.13)$</td>
<td>$+0.29(0.06)$</td>
</tr>
</tbody>
</table>

95 % confidence interval given in brackets; $\theta = 15^\circ$
platforms. In this work, we refine the flow regime required for such corrections for floats and gliders and summarize the procedure for time response corrections (from Bittig et al., 2014). Reconstruction, however, is only possible if measurement times are known. These need to be provided by the instrument’s firmware/manufacturer as well as be transmitted and stored with the original profile data. Of course, every correction introduces uncertainty, so the ideal case would be a fast (and accurate) $O_2$ sensor that does not need time response correction.

In-air measurements at every surfacing of Argo-$O_2$ floats prove to be an ideally suited means to check and correct a change (or loss) in $O_2$ sensitivity of optodes, the primary reason for $O_2$ optode drift (Bittig and Körtzinger, 2015). As such, they allow one to correct both sensor drift between calibration and deployment (several % magnitude) as well as sensor drift in situ during deployment (order of $-0.5 \%$ yr$^{-1}$). In detail, measurements in air close to the sea surface are not purely 100 % air, as one would expect under controlled, stable conditions. Most importantly, any waterside oxygen disequilibrium has a systematic effect on near-surface in-air measurements, which can and needs to be corrected. In addition, midday observations are offset with respect to nighttime or dusk and dawn measurements, such that a failure to account for the daytime effect introduces a systematic bias. While its mechanistic origin is still unclear, the data suggest a relation to solar heating. Despite these secondary effects, any float $O_2$ data calibrated with regular in-air measurements are more accurate than without in-air measurements (compare Takeshita et al., 2013), but neglecting the water-side “carry-over” or daytime effect should be avoided as good practice.

Based on regular in-air measurements over 38 and 25 months, respectively, we were able to detect a significant in situ drift in both 4330 optodes of $-0.27$ and $-0.40 \%$ yr$^{-1}$, respectively. The SBE63 optodes’ in situ stability is comparable to the one of the 4330 optodes.

Given the findings of several studies on both optode “storage” drift and in situ drift, we strongly propose that every Biogeochemical-Argo float be deployed with in situ $O_2$ optode in-air measurements (Bittig et al., 2015b). Float principal investigators (PIs) need to ensure with manufacturers that their floats provide this capability.

To our knowledge, the feasibility of in-air measurements on gliders still needs to be shown. Given the generally shorter deployment periods and, more importantly, the possibility of careful pre- and post-deployment calibration/drift characterization (e.g., by optode in-air measurements under controlled conditions on deck), it might not be necessary to have in situ in-air measurements on gliders.

7 Data availability

The float data are made freely available by the International Argo Program (Argo, 2000) and the national programs that contribute to it (http://www.argo.ucsd.edu, http://argo.jcommops.org). The Argo Program is part of the Global Ocean Observing System. NCEP Reanalysis data provided by the NOAA/OAR/ESRL PSD, Boulder, Colorado, USA, from their website at http://www.esrl.noaa.gov/psd/, ERA-Interim data provided courtesy of ECMWF, MERRA2 data files acquired from the Goddard Earth Science Data Information Services Center (GES DISC), and JRA-55 data provided from the Japanese 55-year Reanalysis (JRA-55) project carried out by the Japan Meteorological Agency (JMA).
Appendix A: Time response correction

Here, we reproduce the essential equations from Bittig et al. (2014) for the correction of the optode time response as demonstrated in Sect. 3, give an explicit parameterization for the flow–boundary layer thickness relation for optodes in pumped mode of operation, and provide the two-layer diffusional model data to relate boundary layer thickness, temperature, and response time for interpolation as supplemental material. We hope this will be more useful than the solely graphical representation of Bittig et al. (2014).

The O$_2$ optode’s time response is governed by the diffusion of O$_2$ in/out of the sensing foil and through the liquid boundary layer in front of the sensing foil. In fact, the boundary layer is responsible for most of the “lag”. The step response follows (approx.) an exponential curve. The continuous time response equals a single-pole low-pass filter of the in situ O$_2$ time series. In discrete form using the bilinear transformation, this filter is recursively described by

$$c_{\text{obs}}(t_{i+1}) = a \cdot c_{\text{obs}}(t_i) + b \cdot (c_{\text{in-situ}}(t_{i+1}) + c_{\text{in-situ}}(t_i)),$$

$$a = 1 - 2b, \quad b = \left(1 + 2 \frac{\tau}{t_{i+1} - t_i}\right)^{-1}, \quad \text{Eq. (A1)}$$

where $c_{\text{in-situ}}$ is the true in situ O$_2$ time series, $c_{\text{obs}}$ the O$_2$ time series of the optode, and $\tau$ the response time for the interval between $t_i$ and $t_{i+1}$. The initial condition (Eq. (A2)) assumes an equilibrated optode, which can be adjusted according to the application.

For the reconstruction, Eq. (A1) is rearranged to

$$\frac{c_{\text{in-situ}}(t_{i+1}) + c_{\text{in-situ}}(t_i)}{2} = \frac{1}{2b} \left(c_{\text{obs}}(t_{i+1}) - a \cdot c_{\text{obs}}(t_i)\right),$$

$$a = 1 - 2b, \quad b = \left(1 + 2 \frac{\tau}{t_{i+1} - t_i}\right)^{-1}, \quad \text{Eq. (A3)}$$

i.e., knowledge of the optode time series (measurement times, $t_i$, and optode readings, $c_{\text{obs}}$) as well as the response time (series) $\tau$ yields a time series of the consecutive means of the true in situ time series (left side of Eq. A3). For this operation, no initial condition of the filter is required. To obtain the in situ time series at the original sampling times $t_i$, the time series of consecutive means obtained from Eq. (A3) needs to be interpolated to $t_i$.

For a pumped optode, the relation between flow $\dot{V}$ and boundary layer thickness $l_L$ is described (following experiments 1, Bittig et al., 2014) by

$$l_L(\text{pumped})/\mu\text{m} = 1.8 \times 10^4 \cdot \frac{1}{\dot{V}/\text{mL min}} + 4, \quad \text{Eq. (A4)}$$

with an uncertainty of the greater of 4 $\mu$m or 10 %. For unpumped optodes on fast profiling platforms, i.e., CTDs, the vertical velocity $v$–boundary layer thickness $l_L$ relation depends to a large extent on the mode and orientation of attachment (see the difference between experiment Eqs. 5 and 6, Bittig et al., 2014) with a range of $l_L(\text{CTD})$ from 20 to 55 $\mu$m ($1\sigma$ from 5 to 35 $\mu$m). For slowly profiling platforms, we suggest using Eq. (1) for floats and Eq. (2) for gliders. They might need adjustments depending on the actual optode attachment or mode of operation.

The boundary layer thickness $l_L$ can be converted to a response time $\tau$ using the sensing membrane thickness $l_M$ of the respective optode model, the two-layer diffusional model of Bittig et al. (2014), and temperature $T$. For the SBE63 optode, we used $l_M = 130 \mu$m, for the Aanderaa 3830/4330 optode with standard foil 100 $\mu$m, and for the Aanderaa 4330F optode with fast response foil 50 $\mu$m. Results for the latter two were shown in figure 11, Bittig et al. (2014). Here, the same model data of $\tau$ against $l_L$ and $T$ can be found for all three optode sensing foils in the supplemental material.


The Supplement related to this article is available online at doi:10.5194/os-13-1-2017-supplement.
